PURPOSE. The aim of this study was to evaluate the effects of repeated porcelain firing process on the corrosion rates of the dental alloys. MATERIALS AND METHODS. Cr-Co, Cr-Ni and Pd-Ag alloys were used for this study. Each metal supported porcelain consisted of 30 specimens of 10 for 7, 9 and 11 firing each. Disc-shaped specimens 10 mm diameter and 3 mm thickness were formed by melting alloys with a propane-oxygen flame and casted with a centrifuge casting machine and then with the porcelain veneer fired onto the metal alloys. Corrosion tests were performed in quintuplicate for each alloy (after repeated porcelain firing) in Fusayama artificial saliva solution (pH = 5) in a low thermal-expansion borosilicate glass cell. Tamhane and Sheffe test was used to compare corrosion differences in the results after repeated firings and among 7, 9 and 11 firing for each alloy. The probability level for statistical significance was set at α=0.05. RESULTS. The corrosion resistance was higher (30 mV), in case of 7 times firing (Commercial). On the other hand, it was lower in case of 11 times firing 
INTRODUCTION
Many different types of alloys are available in the dental market, which can be used for prosthetic applications. The most important factors affecting the choice of these alloys are mechanical properties, workability, biocompati-bility and resistance to corrosion. 1 Some metallic elements are completely safe in the elemental state, but on the other hand, they can form harmful, toxic ions or compounds to the body. Therefore, in developed countries noble metals and all ceramic materials are mostly used to keep away from detrimental effects of non precious metals. Because noble metals possess good resistance to corrosion due to low reactivity and compatible biological properties, in developing countries non-precious alloys such as Cobalt Chromium (Co-Cr), Chromium Nickel (Cr-Ni) have been preferred because of their cheap costs. 2 Cobalt-based alloys provide strength, hardness and resistance to corrosion. Chromium provides corrosion resistance when its concentration is between 16 and 20 wt%. 3 Nickel increased modulus elasticity of the casting alloys and also thermal expansion coefficient of Nickel based alloys and it is consistent for conventional porcelains, which prevents cracking of the veneer during firing. 4 Nickel is allergenic material so Nickel sensitivity is thought to be potential clinical effect for these alloys. For this reason, Nickel ion released during corrosion is much more important than other metals for this reason.
Porcelain veneer fired onto the metal alloys for aesthetic purposes referred to as porcelain-fused to metal (PFM). Sometimes only facial aspect of the metal veneered while the occlusal and lingual aspects are left intact. Alternatively, only the lingual aspect close proximity to the gingiva are left as half moon shape for gingival accordance since metal release through corrosion process may cause adverse reactions. 5, 6 Heat treatments for metal alloys and PFM firing process effects alloy surface oxides, microstructures and physical properties. [7] [8] [9] Therefore it is important to evaluate the effects of porcelain firing process on the corrosion of dental metal alloys.
There are some studies about the porcelain firing process on the corrosion and surface properties of the dental alloys 8, 10 and some studies carried out about their corrosion behavior in artificial saliva. 3, 11 On the other hand, there is no study about the effect of the number of firing on dental alloys' corrosion resistance. The purpose of this study was to evaluate the effects of repeated porcelain firing process on the corrosion rates of the dental alloys. The research hypothesis was that corrosion resistance would occur relative to the firing times and among alloys.
MATERIALS AND METHODS
Cr-Co (Wirobond C; Bego Dental, Bremen, Germany), Cr-Ni (Shera; GMBH&Co. KG, Germany) and Pd-Ag (Beg opal 300; Beg o, GMBH&Co. KG, Bremen, Germany) alloys were used for this study. Each metal supported porcelain consisted of 30 specimens of 10 for 7, 9 and 11 times firing each. Totally 90 specimens fabricated for this study. The compositions of these alloys were shown in Table 1 . All three alloys can be used for fabricating metal-porcelain restorations. The castings were prepared in accordance with the manufacturers' recommendations in the dental laboratory. 10 mm diameter and 3 mm thickness disc-shaped specimens were formed by melting alloys with a propane-oxygen flame and cast with a centrifuge casting machine (Motorcast, Degussa, Germany). The cast specimens were wet-polished using silicon carbide abrasive sandpaper up to 1500 grit to simulate clinical procedures, 6 then ultrasonically cleaned for 5 minutes each in acetone, ethanol, and de-ionized water to eliminate surface contaminants.
Porcelain veneer was applied on the metal alloys, then heat was applied on the specimens under vacuum in a dental porcelain furnace (Ivoclar Vivadent P-300
Leciester, UK). The specimens were degassed at 1,010℃ under vacuum for 5 minutes, opaque fired at 980℃ under vacuum and air cooled, body fired at 970℃ under vacuum and air cooled, a moon shape metal was leaved on the specimens to simulate porcelain crowns in the mouth and finally glaze fired at 980℃ and air cooled. 9 Moon shape metal parts were polished with rubbers. Specimens were fired 7, 9 and 11 times respectively and corrosion resistance was recorded. SEM evaluations were acquired before and after number of firing process.
Corrosion measurements were performed using an electrochemical potentiostat/galvanostat (PARSTAT 2273; Princeton Applied Research, Oak Ridge, TN, USA) via a test cell with the mounted specimen as the working electrode, a high-purity platinum wire as the counter electrode, and Saturated Calomel Electrode (SCE) as the reference electrode (Fig. 1) . Corrosion tests were performed in quintuplicate for each alloy (after porcelain firing) in Artificail saliva Specimen OCP was measured for duration of 3,000 seconds. The exposed areas of the specimens were about 0.1 cm 2 . SCE with scan rate of 0.166 mV/sec. The breakdown potential (E br ), at which the corrosion current increases abruptly, was also estimated from the polarization curves. I corr and R p represent the corrosion rate and corrosion resistance, (Table 2 ). Because the breakdown of passive oxide film, marked by a large and generally increasing current, is caused by localized or pitting-type corrosion, the corrosion resistance of the alloys can also be evaluated using the breakdown potential, which means that a greater E br value indicates a better corrosion resistance.
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Statistical analysis data from three different metal alloys for corrosion testing were analyzed statistically with SPSS v11.5 software (SPSS, Chicago, IL, USA). Tamhane and Sheffe test was used to compare corrosion differences in results after repeated firings and among 7, 9 and 11 firing for each alloys. The probability level for statistical significance was set at α = 0.05. Fig. 2A shows the time potential plots of Cr-Co dental materials viz. (i) 7, (ii) 9, and (iii) 11, exposed to artificial saliva solution. Open circuit potentials are one measure used to determine the potential at which the anodic and cathodic corrosion reactions cancel one another out. These values indicate a metal's tendency to corrode in the given electrolyte. Upon exposure of these samples in artificial saliva, it was observed that all materials except 11 times firing showed a shift in the potential toward noble direction. The Ecorr shift was maximum (30 mV) in case of 7 times firing (Commercial) while minimum Ecorr shift was observed in case of 11 times firing (5 mV). This is possibly due to better passive film formation in 7 times firing. Finally, the order of Ecorr after stabilization was 7 > 9 > 11 (P<.05).
RESULTS
The high temperatures reached during porcelain firing may cause change in the form or structure of the composition of the surface oxides, and alter the corrosion properties of the alloy. Fig. 2B shows the corrosion property of electrodeposited Cr-Co series alloy in a fusayama solution. The corrosion potential (Ecorr) of the samples are −0.33 VSCE for the 11 times firing and −0.24 VSCE 7 times firing. Compared with 11 firing sample, it is found that the corrosion potential of the deposited at 7 firing sample is 37% nobler. It is thus further concluded that the firing times of the Cr-Co series alloys up to firing time 7 possesses superior anti-corrosion behaviors than that of firing times 11 (P<.05). Corrosion current was maximum in 11 times fired alloy. It can be seen from the Fig. that corrosion rate of fired Cr-Co was at minimum possibly because of better spontaneous passive film formation due to chromium oxide formation on the film surface or possible phase transformation of cast alloy. Fig. 2C shows the corrosion property of Cr-Ni series alloy in a fusayama solution. The corrosion potential (Ecorr) of the smallest corrosive resistive at 11 firing and the biggest corrosion resistive 7 firing are −0.48 VSCE and −0.13 VSCE, respectively (P<.05). Compared with 11 firing sample, it is found that the corrosion potential of the deposited at 7 firing sample is 269% nobler. It is thus further concluded that the firing times of the Cr-Ni series alloys up to firing time 7 possesses superior anti-corrosion behaviors than 11 times firing. Fig. 2D shows the corrosion property of electrodeposited Pd-Au series alloy in a fusayama solution. The corrosion potential (Ecorr) of the smallest corrosive resistive at 11 firing and the biggest corrosion resistive Pd-Ag 7 firings are −0.35 VSCE and 0.14 VSCE, respectively (P<.05). Compared with 11 firing sample, it was found that the corrosion potential of the deposited at 7 firing sample is 350% nobler. It is thus further concluded that the firing times of the Pd-Ag series alloys up to firing time 7 possesses superior anti-corrosion behaviors than that of firing times 11. It was evident from the Fig. that the Tafel behavior of all these alloys is not highly distinct.
Figs. 3, 4 and 5 show the Scanning Electron Microscopy images (SEM) of Cr-Co, Pd-Ag and Cr-Ni series before and after corrosion tests, respectively. In the SEM images, alloys show obvious changes on their surface morphology after polarized in the solution. Especially at 11 times fired sample has an protective oxide layer. 
DISCUSSION
This in vitro study measured the corrosion resistance of the alloys according to firing numbers. The results of this study supports the hypothesis that corrosion resistance would change relative to the firing numbers and the corrosion resistance of the alloy were affected by the firing numbers differently.
Corrosion of dental alloys are affected by multi-factorial conditions such as alloy's composition, recurrent castings, 1 environmental conditions, and composition of the surrounding electrolyte selected for study 5, 13 so the same pH (5) and electrolyte medium were used for this study.
Noble alloys are defined as having a noble metal (gold, platinum, palladium) content greater than or equal to 25% by weight 14 and have more resistance to corrosion than base metal alloys because of low reactivity, resulting from the noble nature of the atoms. This idea was supported by Manaranche and Hornberger's study 15 but these are very expensive and cannot be used routinely in dentistry. Base metals, such as molybdenum, chromium, and nickel, have a great affinity for oxygen and thus form a thin passivating oxide film that acts as a protective layer from corrosion. 16 Therefore they can be used for fixed prosthesis instead of noble alloys.
As a result of this study, Cr-Ni alloy resulted in lower corrosive rate than Cr-Co alloy. Cr amounts are the same and this can be explained by its higher percentage of Mo of Cr-Ni alloy. Mo as molybdenum oxide (Mo 2 O 3 ) and as Cr as chromium oxide (Cr 2 O 3 ) provide the initial stability to prevent dissolution of metal ions and thus provide resistance to corrosion and lesser corrosive rate. 17 Molybdenum, chromium and nickel alloys can be added to promote resistance to corrosion; in contrast, small variations in their compositions affect this corrosion resistance. 1 In dental alloys, the ratio of Cr and Mo ranges from 11 to 25 and 0 to 10 wt% respectively. Under this ratio it was reported that alloys were more susceptible to corrosion. 18 Porcelain firing to metal process affects the alloy's resistance to corrosion. This may be due to increased levels of the released metal ions from the samples. According to studies by Wylie et al. 19 and Lin HY et al., 10 despite the small changes in the alloy microstructures and increased ion release after porcelain firing, no differences in corrosion behaviour were detected. On the other hand, Roach et al. 8 reported that porcelain firing had a detrimental effect on the corrosion properties of alloys, which is in consistence with this study.
Surface analysis of the alloys was not done in this study; only the corrosion resistance were measured. Unlike other studies, porcelain was fired at an increasing and different numbers (7, 9 and 11) in this study and proportionally ones increased porcelain firing number, alloy's corrosion resistance was decreased. This may be because the fixed prosthesis requires high temperature firing cycles which results in changes in the surface structure during the porcelain firing processes 8, 20, 21 and when firing process is repeated, a negative effect of high temperature increased on the alloys.
The limitation of this study was that fusayama artificial saliva solution provides only the inorganic components, and does not consist of organic components; however, this electrolyte has a response close to natural saliva. 22 The actual conditions of the oral environment is very complex. Therefore, it was difficult to simulate the same composition of oral environment. 23 Thus alloys such as Cr-Ni can be corrosive with regard to in vitro study. 19 On the other hand, it can be reported that there is good corrosion resistance for Cr-Ni casting alloys in the oral cavity. 24 Porcelain firing should be considered important when evaluating the corrosion behavior of dental alloys. Therefore, further in vivo studies about corrosion may be required.
CONCLUSION
The nature of dental alloys plays a major role in the corrosion resistance rate. On comparing corrosion resistance of the materials after repeated firings, the results were Pd-Ag > Cr-Ni > Cr-Co respectively. Repeated firings decreased corrosion resistance of Pd-Ag, Cr-Co and Cr-Ni alloys. Therefore, dentists should keep away from repeated firings if possible while fabricating the fixed prosthesis.
